
 
 

 
 

:jf:Yo dGqfno 

af]nkq÷b/efpkq ;DaGwL ;"rgf 

k|yd k6s k|sflzt ldlt @)&$.)%.@* 

cf=a=)&$.)&% df o; c:ktfnsf] nflu cfjZos Fowler Bed (Patient Bed) af]nkqsf] dfWod jf6 v/Lb ug'{kg]{ 

ePsf]n]] of]Uo Ohfht k|fKt jf]nkqbftf jf6 lgDgzt{x?sf] clwgdf /xL l/t k"j{ssf] jf]nkq e/tk'/ c:ktfnsf] 

Web site www.bharatpurhospital.gov.np  8fpgnf]8 ul/ v/Lb ug{ ;ls]g]5 .    

zt{x?M 

!= cf=j= @)&#÷)&$ sf nflu gljs/0f ePsf] Ohfhtkqbtf{ / d'=c=s/÷Kofg g+= ;lxtsf] k|df0f kqsf] k|dfl0ft 

k|ltlnkL ;+nUg /flvlgj]bg lbO{ e/tk'/ c:ktfnsf] Web site www.bharatpurhospital.gov.np df 

uO{ TOR  download ug{ ;lsg]5 . af]nkq v/Lb ug{ ;"rgf k|sflzt ePsf] ldltn] tklzn cg';f/sf] /sd, 

pNn]lvt ldlt / ;dodf o; c:ktfnsf] /f=af=a}+s e/tk'/df /x]sf] rNtLvftf g+=!#!))))(^&)! df hDdf 

u/L v/Lb ug{ ;lsg]5 .  

@= af]nkq k]z ubf{ hdfgt jfkt  tklzndf pNn]lvt /sd sf]=n]=lg=sf=lrtjgsf] /f=af=a}+s, e/tk'/ zfvfdf 

/x]sf] v # w/f}6L !#!)@)#)))))) vftfdf /sdhDdf u/]sf] ;Ssn a+}s ef}r/ jf slDtdf !@) lbg Dofb 

ePsf] o; c:ktfnsf] gfddf hf/L ePsf] lj8 j08 k]z ug'{kg]{5 . af]nkq :jLs[t eP kl5 lgodfg';f/ 

cfjZos o; sfof{nosf] gfddf hf/L ePsf] slDtdf Ps jif{ Dofb ePsf] a}s k/km/d]G; j08 k]z ug'{kg]{5 . 

#= v/Lb ePsf] af]nkq÷b/efpkq tklzndf pNn]lvt ldlt / ;dodf e/tk'/ c:ktfnsf] Web site 

www.bharatpurhospital.gov.np df uO{ a}+s ef}r/, lj8jG8, BOQ ;d]tsf sfuhft Scan u/L 

Upload u/L ;Sg'kg]{5 . Upload ePsf af]nkq tklzndf pNn]lvt ldlt / ;dodf o; c:ktfndf 

af]nkqbftf jf lghsf] k|ltlglwsf] /f]xj/df vf]lng] 5 . k|ltlglw pkl:yt gePklg jf]nkq vf]Ng jfwf kg]{5}g . 

af]nkq v/Lbug]{ jf btf{ ug]{ clGtd lbg ljbf kg{ uPdf ;f]sf] ef]lnkN6 qmdz pQm sfo{ x'g]5 .  

$= af]nkq bftfn] sjf]n u/]sf] k|To]s cfO6dsf] b//]6nfO{ -s/ afx]s_ c+s / cIf/df :ki6;Fu pNn]v ug'{kg]{5 . 

c+s / cIf/df pNn]lvt b//]6df leGgtf ePdf cIf/nfO{ dfGotflbOg] 5 .  

%= af]nkq bftfn] sjf]n u/]sf] af]nkqdf tf]lsPsf] kl/df0f dfkb08 cg';f/ / ;dodf ;fdfg ;KnfO{ ug{ g;s]df 

ahf/af6 l;w} v/Lb ul/g]5 . To;/L v/Lb ubf{ af]nkqdf pNn]v ul/Psf] d'NoeGbf a9L kg{ uPdf af]nkq 

bftfsf] w/f}6L /sd jf e'QmfgL ug{ afls /sdaf6 c;'npk/ ul/g]5 . 

^_ af]nkqdf pNn]lvt ;fdfgx? k6s k6s jf Psd'i6 ?kdf v/Lb ul/g] 5 . v/Lb ul/g] ;fdfgsf] kl/df0f 

cfjZostf cg';f/ x'g]5 .  

&_ s'g} jf]nkq :jLs[t ug]{ jf gug]{ jf cfO6d jfOh ?kdf :jLs[t ug]{ ;Dk"0f{ clwsf/ o; c:ktfndf ;'/IfLt 

/xg]5 . 

*_  ;+emf}tf u/L ;fdfg ;KnfO{ gug]{ kmd{nfO{ lgodfg';f/ sfnf];"rLdf btf{sf] nflu ;DjlGwt lgsfodf n]lv 

k7fOg]5 . 

(_  yk hfgsf/Lsf] nflu o; c:ktfnsf] lhG;L zfvfdf ;Dk{s /fVg ;lsg]5 . 
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!)_   zt{ /x]sf],/Lt gk'u]sf] tyf Dofb gf3L cfPsf] jf]nkq pk/ s'g} sf/jfxL xg]5}g . Ps kmd{ jf ;:yfsf] 

gfddf vl/b ul/Psf] jf]nkq csf]{ kmd{sf] gfdjf6 hDdf ug{ kfO{g] 5}g .  

!!_  af]nkqbftfn] cfkm" sfnf];"rLdf gk/]sf] egL :jo+ 3f]if0ff k]z ug'{kg]{5 .  

!@_ cf}ifwLhGo ;fdfu|Lx?sf] xsdf d"No clej[l4 s/÷Kofg / ;lh{snhGo ;fdfgx?sf] xsdf d'=c=s/df btf{ 

ePsf] x'g'kg]{5 .  

!#_ o;df gk/]sf cGo s'/fx? ;fj{hlgs v/Lb P]g @)^# / ;fj{hlgs v/Lb lgodfjnL @)^$ cg';f/ x'g]5 .  
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Technical Specification of Fowler Bed  

S/N Technical Specifications Bidder’s proposed specification 

Manufacturer:  

Country Of Origin:  

Made In:  

Model No.  

Type/Brand  

1.  Description of Function  

2.  General Fowler Beds are required in the wards for 
comfort & safety of thepatient and to facilitate 
comfortable transfer to and from 
emergency/OT/Wards etc.  

 

3.  Operational Requirements  

4.   Bed mainframe perforated heavy gauge sheet. The 
system must be mechanically operable. 

 

5.  System Configuration  

6.  Four sections fowler bed (mechanically Operating) 
with complete accessories. 

 

7.  Technical Specifications  

7.1.  The base of the bed must have four sections 

perforated top. 

 

7.2.  Fowler bed with mechanically operated back rest and 
knee rest. 

 

7.3.  Must have smooth crank mechanism.  

7.4.  Must have High quality mattress(4 section) company 
made & mattress platform must be Covered by anti 
bacterium ABS material. 

 

7.5.  Shall have detachable ABS head and foot boards.  

7.6.  High quality casters wheel of atleast 125mm dia with 
diagonal breaks. 

 

7.7.  Must have provision of I.V rod on both side of the bed.  

7.8.  Movement Shall be : 
Backrest lifting : 0 ̊ to 65 ̊ or more 
Knee break lifting : 0 ̊ to 30 ̊ or more 
 

 

7.9.  Bedside locker & IV rod should be provided from the 
same company 

 

7.10.  Must have collapsible S.S side railings on both side.  

7.11.  Dimensions of bed:  
 Length: 2100 -2290mm 
 Width:900 -1020mm  
Height: 500mm 
Mattress Size: appropriate as per bed size at least 

 



 
 

 
 

12cm thick 

 Accessories, spares and consumables  

1.  Accessories: 
Bed Ends, detachable: 01 pair 
X-ray and chart holder: 1 no. 
Telescopic IV Rod: 01 no. 
Mattress 12 cm thick: 01 no 

 

2.  All standard accessories, consumables and parts 
required to operate the equipment to be included in 
the offer. Bidders must specify the quantity of every 
item included in their offer (including items not 
specified above). 

 

3.  Operating Environment: 
The system offered shall be designed to be stored and 
to operate normally under the conditions of the 
purchaser's country. The conditions include Power 
Supply, Climate, Temperature, Humidity, etc. 

 

4.    

Terms and Conditions  

1.  Must submit valid ISO13485:2012/ AC : 2007 for 
Medical Devices. AND 

 

2.  Must submit valid CE (93/42 EEC Directives) approved 
product certificateor US-FDA approved product 
certificate must be valid. 

 

3.  The supplier must submit the original brochure or e-
copy.  

 

4.  The local agent should be available instantly for the 
after sales services. 

 

5.  The bidder must arrange for the equipment to be 
installed and commissioned by qualified and factory 
trained personnel; certificate of company trained local 
manpower must be submitted along with the bid; any 
prerequisites for installation to be communicated to 
the purchaser in advance, in detail. 

 

6.  Warranty should be 2 years from the date of 
installation of the machine and another 3 years of free 
service should be provided. 

 

7.  The onsite Operational training should given by 
qualified technician to the users and maintenance 
training to the hospitals technician. 

 

 

 



 
 

 
 

 Name of Bidder:  

 Signature:  

 Date  

 Office Seal 

 
 
 
 

 

:jf:Yo  dGqfno 

e/tk'/ c:ktn 

e/tk'/, lrtjg  

Bedside Patient Monitor sf] af]]nkq 

S.N Generic Name Unit Qty 
b//]6 

s}lkmot 

c+sdf  cIf/df 

1 

 

Fowler Bed (Patient Bed) 

 

PC 

20       

Total       

VAT 13%       

Grand Total       


