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Technical Specificatic

e It should be a Three Chip high definition camera head with 1920x1080 native
resolution, should have interlaced scanning for better light sensitivity.

e The system should have Digital /Optical Zoom to enhance the quality of Image
size, regardless of the ﬁm_mm.novm used.

« Button controls on camera Head to control vital functions of camera, like White
Balance, Brightness etc.

e Video Outputs: DVI, HD-SDI, S-Video and RGB (Optional).

e The Camera Head should have a focusing coupler for even focus control.

e Should offer both NTSC and PAL Video Formats.

« The Unit should be compatible for recording of stills and videos from the camera
head itself.

» The system should be Menu driven, thus allowing the surgeon to program the

camera head functions as per the surgical needs & requirement.
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